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5 6515-003-2102-28/56 21 6515-003-2102-48/58
6 6515-003-2102-29/56 22 6515-003-2102-49/58
7 6515-003-2102-30/56 23 6515-003-2102-58/58
8 6515-003-2102-31/56 24 6515-003-2102-59/58
9 6515-003-2102-32/56 25 6515-003-2102-60/58
10 6515-003-2102-33/56 26 6515-003-2102-61/58
11 6515-003-2102-34/56 27 6515-003-2102-62/58
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33 6515-003-2102-68/58 61 6515-003-2102-152/60
34 6515-003-2102-90/59 62 6515-003-2102-153/60
35 6515-003-2102-91/59 63 6515-003-2102-154/60
36 6515-003-2102-92/59 64 6515-003-2102-155/60
37 6515-003-2102-93/59 65 6515-003-2102-156/60
38 6515-003-2102-94/59 66 6515-003-2102-157/60
39 6515-003-2102-95/59 67 6515-003-2102-158/60
40 6515-003-2102-96/59 68 6515-003-2102-159/60
41 6515-003-2102-97/59 69 6515-003-2102-160/60
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53 6515-003-2102-143/60 81 6515-003-2102-178/61
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sensigeineeiesdienele
emstipinwieTesismelann 6 weu (2 afa/d) e Inspection Preventive Maintenance
(IPM-L) Report anuanmsnguvadlssnu ndwmsivaeuiadagiuineiliuniseanluivses
sweavidendil
1 psredevanTLas MR waATes Tiln
1.1, vaneLaua3ed Serial number
1.2, Suiinnesduvedlusunsa Software version
1.3. ﬁ’uﬁn{i"ﬂmmiﬁfmwawmwfﬁmmmﬂ Operating hours turbine (blower)
1.4, Sufindaluansldau Operating hours running
2. smasueylvandouudsunmueignisldau Maintenance intervals, overview
2.1 mwaamwmmaé Internal battery Carina
2.2. psraanudaseaelineluiaias Visual check of interior
2.3, prnasuilameingasennia Carina HEPA filter
3. geuiisuAmalihnuuesgIuvedlssny Electrical safety to EN 62353 (IEC 62353)
3.1, pyav@suanmaIsueniasaskazanwansly Visual check
3.2. psrvaEauAUFunIuYasanel Protective conductor of power supply cable
3.3. m’maaum's%"qlwmmnizLLa"Lwﬁ'f[maLﬂ%"aa electrical safty tester - Device leakage current
rmeasuring points
4. MAABUNITYINSIULAEAIMITDITEUUFUNction and condition test
4.1. mqﬁ]aaummamgmhaﬂaﬁﬁwﬂauLﬂ%fm Accompanying documents, completeness
4.2. ayrvaeunIivaveaaiomienela Leak test
4.3. m'maamqé’mw‘[ﬂqnLaumaium%"m Testing of emergency breathing valve
4.4. ATINEADUYAAIUANNBINBTFISRINA ELCO PCB
4.5. avyvdeuniiee June Wdygaaiou uag d1lwa Display, buttons, indicators and signal
generator loun
4.5.1. wny1v@euwniiae Display
4.5.2. #5I9UYNANY Keys
4.5.3. ayasulwdygraaiou LEDs
4.5.4. @@BUAINIUEN Signal generator
4.5.5. avasualnidrsegnidu Loudspeaker
4.56. ATIRABUNIAIBUATEY Time indication
4.5.7. sygpua@InTIdmsudenssuutieniala Patient system switching
4.58. svasusandudnnena (nsdifieavidiu) Nurse call
4.5.9. avRgeuNRaNszueaIn1a Cooling fan
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4.6. p51dsUUEasIngnsINsInatazisisiu Flow sensors and pressure
sensors/performance
461 aoudisuugeingluaisdagldliusuns
Calibration (definition) of metering R3
4.6.2. @ouisuwueasingnsnsiva Calibrating the flow sensors
4.6.3. MSINADUITUIEDTIALTIAU Pressure sensors/performance
4.7. asraaaundiiunssmuiulussuu Safety valve check
4.8. asasUNITlva 02 leak-tightness and 02 metering
481, pyvdeuUNTIiva 02 leak-tightness
4.8.2. M5I9@DUNNTUARINADONTLAU O2 metering
4.9. #929@8UNTVNU Function test
0.9.1. PTINABUNUAWESABUEN NIfitieandu Optional external battery pack
4.9.2. ATINABUYAKIUGIDDNTLIY nseifloavdu Optional cylinder holder

14.9.3. pyvdeuYwYIUATaRntIaFes nidilioavidu Optional bed and wall bracket

4.9.4. ATRdOUYRMMNINIATEILALHe nTdliloavidu Optional trolley
5. naasugUnsalusyneu Test equipment TagnaaauiuiASosdauiisy Test equipment

subject to mandatory calibration
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